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Design, calibration, calibration analysis, and intended use of the MC— 130 
air balance are discussed. The MC— 130 balance is an 8.0 inch diameter force 
balance that has two separate internal air flow systems and one external bellows 
system. The manual calibration of the balance consisted of a total of 1854 data 
points with both unpressurized and pressurized air flowing through the balance. 

A subset of 1160 data points was chosen for the calibration data analysis. The 
regression analysis of the subset was performed using two fundamentally differ- 
ent analysis approaches. First, the data analysis was performed using a recently 
developed extension of the Iterative Method. This approach fits gage outputs as 
a function of both applied balance loads and bellows pressures while still allowing 
the application of the iteration scheme that is used with the Iterative Method. 

Then, for comparison, the axial force was also analyzed using the Non-Iterative 
Method. This alternate approach directly fits loads as a function of measured 
gage outputs and bellows pressures and does not require a load iteration. The re- 
gression models used by both the extended Iterative and Non-Iterative Method 
were constructed such that they met a set of widely accepted statistical quality 
requirements. These requirements lead to reliable regression models and prevent 
overfitting of data because they ensure that no hidden near— linear dependencies 
between regression model terms exist and that only statistically significant terms 
are included. Finally, a comparison of the axial force residuals was performed. 

Overall, axial force estimates obtained from both methods show excellent agree- 
ment as the differences of the standard deviation of the axial force residuals are 
on the order of 0.001 % of the axial force capacity. 


Nomenclature 

AF = axial force component, [lbs] 

Bi = square matrix; used by iteration equation of alternate load iteration method 

B 2 = square matrix; used by iteration equation of alternate load iteration method 

Ci = square matrix; used by iteration equation of primary load iteration method 

C 2 = rectangular matrix; used by both primary and alterate load iteration method 

Fi = balance load 

F = part of matrix G that contains loads 

G = load matrix 

H = part of matrix G that contains absolute value and non-linear terms 

k = dependent variable index 

m = number of applied loads -or- strain-gage outputs 

n = total number of possible regression model terms 

NF = normal force, [lbs] 

N 1 = normal force component at forward gage, [lbs] 

N 2 = normal force component at aft gage, [lbs] 

p = distance of normal force gages, [in] 
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= pitching moment, [in-lbs] 

= first bellows pressure, [psia] 

= second bellows pressure, [psia] 

= distance of side force gages, [in] 

= electrical output of a strain-gage 
= rolling moment component, [in-lbs] 

= electrical outputs of the strain-gages of the balance, [microV/V] 

= total number of independent variables (factors) 

= side force, [lbs] 

= side force component at forward gage, [lbs] 

= side force component at aft gage, [lbs] 

= yawing moment, [in-lbs] 

= residual of axial force, i.e. , difference between measured and fitted value 
= delta gage output vector or matrix 

= coefficient used in regression model of strain-gage outputs ( Iterative Method ) 
= intercept term 

= coefficient used in regression model of loads ( Non-Iterative Method ) 

= intercept term 
= load iteration step index 

I. Introduction 


The MC-130 air balance was developed and manually calibrated at Triumph Aerospace (Force Mea- 
surement Systems) in San Diego. The balance itself is a six-component force balance that has two separate 
internal air flow systems and one external bellows system. It is designed such that the pressurized external 
bellows will primarily influence the electrical outputs of the axial force gage. The calibration of the balance 
consisted of a total of 1854 data points. A subset of 1160 data points was selected for the calibration data 
analysis because the remaining data points were not available when the analysis was performed. About 50 % 
of those data points was recorded when the balance was pressurized. 

The calibration data was analyzed at the NASA Ames Balance Calibration Laboratory using first a 
recently developed extension of the Rerative Method (see Ref. [1] for a description of this extension). The 
extension was specifically designed such that the basic math term order and load iteration scheme of the 
Rerative Method would remain unchanged (see, e.g., Ref. [2] for a general desciption of the Rerative Method ). 
Then, in order to compare calibration data analysis results for different analysis approaches, it was decided 
to also analyze the axial force of the MC-130 using the Non-Rerative Method (see Ref. [3] for a description 
of this alternate analysis approach) . The data analysis for both the extended Rerative Method and the Non- 
Rerative Method itself was performed using optimized regression models. They were obtained by applying a 
regression model optimization process to the calibration data that is implemented in NASA Ames’ regression 
analysis tool BALFIT (see Refs. [4] and [5]). 

In the next part of the paper the design and manual calibration of the MC-130 at Triumph Aerospace 
are discussed in more detail. Then, results of the regression analysis of the calibration data are presented. 

II. Balance Design and Calibration 


A. History 

The design of air balances has evolved over the years. Many improvements were made as the result 
of wind tunnel test experiences and changing customer requirements and expectations. The early balances 
had internal bellows integrated with a basic force type balance in a standard balance envelope. These early 
balances used convoluted bellows which were found to be rigid and caused higher levels of hysteresis in the 
strain-gage outputs due to their non-repeatable characteristics during pressurization. The non-repeatability 
prevented the balance / air system assembly from achieving the high level of accuracy that users of a balance 
system require. Through testing of different types of bellows and attachments, the welded bellows with a 
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precision flange attachment were found to have a much higher level of repeatability, flexibility, and a lower 
hysteresis than other types of bellows. 

The resulting balance system was also tested for momentum effects of the air flowing at pressure. It 
was found that the implementation of the opposing welded bellows and the routing path of the air through 
several very carefully oriented 90 degree turns as the flow crossed from the non-metric to the metric side of 
the balance helped reduce momentum effects. Testing confirmed the momentum effects were minimized and 
also determined it to be a minimal factor in the use of the balance system. The overall performance of the 
air balance system, with a well developed calibration method, was able to achieve acceptable results. The 
air balance design concept was expanded to include numerous variations of the air balance. 

B. Design 

In principle, the design of the MC-130 air balance integrates a force type of balance (standard, flexured 
or high capacity) with an air flow distribution system that attaches to the non-metric side and passes air 
to the metric side. The balance performance is subject to slight compromises in order to achieve the overall 
objectives of the total system. The balance design was started with the basic understanding of (i) how the 
air system has to bridge the balance either internally or externally, (ii) the amount of area required to achieve 
the mass flow and pressure required to supply the volume of air needed at the model, and (iii) the wind tunnel 
model geometry constraints. The challenge during the design of the MC-130 balance was to include test 
specific needs, which included the standard requirement of load capacity, resolution, rigidity, performance, 
and a myriad of smaller issues that had to be considered and accommodated. The addition of the air system 
to the balance created a challenge of “package” versus “performance” which, through many iterations and 
trade-offs, resulted in an integrated system design that best met all of the requirements and minimized any 
negative characteristics. A force type of balance like the MC-130 is an extremely stiff platform with very 
low deflections, which helps minimize negative affects of the attached air system. The balance design criteria 
are similar to those of the standard balance as load and gage output requirements, geometry, constraints, 
deflection limits, and other issues have to be considered. The design challenges, however, are increased 
with the addition of integrating the air system and model interfaces with the balance while maintaining 
performance standards. 

C. Air Passage Design 

The design of the air flow through the MC-130 required a significant level of effort. It is a challenging task 
to (i) maintain the mass flow requirements, (ii) minimize impact to the balance performance, (iii) implement 
an efficient air flow interface for the non-metric and metric side of the balance, and (iv) create a dependable 
long lasting system while trying to simplify manufacturing. 

The concentric design air tube configuration in the MC-130 was very successful in allowing multiple air 
pressure systems within a single center passage. This approach makes it possible for each of the systems to 
operate independently of each other while maintaining the integrity of each air system and the performance 
of the balance. 

The air system / bellows do have performance characteristics that need to be fully defined. The move- 
ment of the bellows during pressurization generates repeatable, though sometimes complex, output on the 
balances components. There are multiple processes to reduce the effects of the pressurization on the balance. 
Figure 1, for example, shows a 2.5 inch balance and air system prior to assembly. Figures 2 and 3 depict 
bellows both in a test fixture and installed on an air tube. The design solution chosen for the MC-130 
balance is shown in Figs. 4 to 7. 

D. Balance Fabrication and Instrumentation 

The MC-130 balance and air systems were originally built in the early 1990’s for a test program prior to 
the one it is currently being used for. At the time the standard balance fabrication processes and procedures 
were completed to meet the exacting tolerances to maintain fits and functionality required for a complex 
assembly. In addition, the balance air system was fabricated (i) to meet the tolerance requirements and 
(ii) it was pressure tested to insure proper operation of the air passages prior to assembly. 

The instrumentation of the MC-130 balance was completed per Triumph’s standard instrumentation 
process. The balance was prepared for the installation of the strain-gages, terminals, interconnected wires 
and cables. The balance gages are connected into 4 or 8 gage Wheatstone bridges. Figure 8 shows the 
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strain-gages and wiring on an air balance. 

The flexure size often allows for extra strain gages to be installed, making it possible for a redundant 
“backup” bridge to be on the balance for some of the load components. The overall life cycle for a balance 
using current materials and standards is estimated at 30+ years. With moderate use and a good stable 
storage environment, the life cycle is not based on age but performance. Fortunately, the MC-130 balance 
showed no performance deterioration due to age. 

E. Combined Balance System Description 

The MC-130 balance has two separate internal air systems and, due to wind tunnel model requirements, 
an additional external air supply system. The position of the external bellows, which were a required part of 
the external air supply system, resulted in a large area that generated an additional force on the axial force 
component when the bellows were pressurized. The large axial force was in excess of the original design loads 
of the balance. Therefore, the balance load envelope had to be redefined to accommodate the 140 percent 
increase in the axial force component. The increase in the axial force limit was achieved by lowering the 
maximum allowed loads on the other components while still maintaining the overall balance stress levels. 

In addition, the other 5 components loads were tailored to the anticipated loads for the wind tunnel 
testing. The “hybrid” force type balance, such as the MC-130, permits a user to redefine the overall allowable 
load envelope of the balance. Triumph reworked the stress analysis and calculated the stress levels of the force 
measuring flexures to accommodate large changes in the operating envelope. Therefore, it was possible to 
extend the axial load range from the original design load of 500 pounds to the redefined load of 1200 pounds. 
Figure 9 shows the redefined load range for the MC-130-8.0 balance. 

One of the MC-130s internal air system supplied air flow to propulsion simulator units that were to be 
used during the wind tunnel test (see Fig. 10 for a summary of the air flow data of the MC-130 balance). 
The air system was routed to separate plenums with onboard controllers that metered the flow as required to 
the two propulsion simulators and for the various air pathways on the wings of the wind tunnel test model. 
The other internal air system was not used. 

F. Calibration Hardware 

The calibration of the MC-130 air balance and the attached external air passage as a single system 
required the fabrication of a calibration fixture that would allow precision application of loads to fully 
characterize the balance system. The balance capacity allowed a large heavy box of steel plates to be 
designed that would fully enclose the balance and allow for single and multi-component loads to be applied. 
Load points were located on the centerline of all 6 faces of the box. Additional load points were located off 
the centerline to establish a grid pattern on the top and bottom surfaces. Precision locations were established 
by mapping the calibration equipment X, Y, and Z locations for each load point. Figure 11 shows the balance 
assembly with installed calibration hardware. 

G. Calibration Process 

In general, the calibration of the 6-component air balance differs from that of a conventional 6- 
component balance. The pressurized bellows systems typically causes changes of the strain-gage bridge 
outputs and also modifies the stiffness of the balance. Therefore, the primary sensitivity terms and some 
of the interaction terms will be influenced noticeably. These effects are functions of the level of pressure 
in the bellows system. Consequently, the bellows pressures must be considered as calibration variables in 
addition to the traditionally used six load components. In other words, the pressure systems transformed a 
6-component balance into one having 8-components. This change considerably increases the complexity of 
the calibration loading design necessary to achieve an adequate characterization of the balance. 

In theory, strain-gage outputs of an air balance may also depend on the momentum flux (mass flow) of 
the air supply systems. Fortunately, the influence of the momentum flux on the gage outputs of the MC-130 
was small enough to be effectively ignored. This simplification did not negatively influence the stated load 
prediction accuracy goals. 

The balance assembly was calibrated with the application of manual dead weight loads to the load 
point locations that were discussed in the previous section. This allowed the global characterization of the 
balance both with and without pressure. At the beginning of the calibration pressure tests verified that the 
balances bellows and air system were in good working order. Then, the load calibration began with the single 
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application of loads and pressures to establish a baseline of performance of the balance assembly. This was 
followed by the application of combinations of two, three, or more loads being applied to several load locations 
simultaneously. Then, pressures and loads were simultaneously applied in varying combinations to complete 
a matrix of load and pressure combinations that populated the cross plots of each two components versus each 
other. This method does not necessarily identify near-linear dependencies (co-linearity) between regression 
model terms of the calibration data but does help to exercise the various load and pressure combinations 
that the balance will likely encounter during the wind tunnel test. Figures 12a and 12b show plots of ah 
loads and bellows pressures that were applied during the calibration of the balance. 

III. Calibration Data Analysis 

A. General Remarks 

The regression analysis of the calibration data of the MC-130 was performed using both the extended 
Iterative and the Non-Iterative Method. The complete calibration data set consists of a total of 1854 data 
points. Only 1160 of these data points were selected for the current analysis because the remaining 694 data 
points were not available when the analysis was performed. 

Six applied load components, two bellows pressures, and six measured strain-gage outputs were supplied 
for each data point. The two bellows pressures have a noticable influence on the outputs of the axial gage. 
Therefore, their presence added a certain degree of complexity to the regression analysis problem that made 
it possible to evaluate a recently developed extension of the Iterative Method. 

The applied balance loads were originally provided in direct-read format. The MC-130, however, is 
a force balance. Therefore, four of the six gage outputs are no longer proportional to the corresponding 
balance load. This disadvantage of expressing loads of a force balance in direct-read format is depicted in 
Figs. 13a and 13b using the normal force gage outputs of the balance as an example. The two figures show 
the forward and aft normal force gage outputs R1 and P2 plotted versus the normal force NF and pitching 
moment PM. It can clearly be seen that the loads and gage outputs are no longer located along a straight 
line which makes the interpretation of the calibration data more difficult. In addition, the primary gage 
sensitivities of the normal force and side force gages cannot be defined unless the normal force, side force, 
and related moments are transformed from direct-read format to force balance format (see Ref. [6] for a 
discussion of balance load and gage output formats). 

The original load set in direct-read format, i.e., NF , PM, PF, TM, PM, AF, was transformed to 
force balance format, i.e., A/1, N 2, PI, P 2, PM, AF, using the following equations (from Ref. [7]): 


N1 = NF / 2 + PM / p (la) 

N2 = NF / 2 - PM / p (lb) 

51 = SF / 2 + YM / q (1 c) 

52 = SF / 2 - YM / q (Id) 

RM & AF =^> not transformed (le) 

where the distances p and q between the forward and aft gages of the normal and side force components of 
the MC-130 balance are given as 

p = q = 16.5 [in] (2) 


Figures 14a and 14b show the forward and aft normal force gage outputs PI and P2 plotted versus 
the transformed normal force components N1 and N2 at the forward and aft gages. Now, loads and gage 
outputs are again located along a straight line. Consequently, the primary gage sensitivities of the normal 
force and side force gages exist. 
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The balance is designed such that the two bellows pressures have primarily an impact on the electrical 
outputs of the axial force gage. This behavior can easily be understood if the axial gage output R6 is first 
plotted versus the axial force AF for the subset of the calibration data that was obtained for the uupressurized 
balance (see Fig. 15a). Then, the axial gage output R6 is plotted versus the axial force AF for the entire 
calibration data set that has data points for both the pressurized and unpressurized balance (see Fig. 15b). 
It can clearly be seen, after comparing Fig. 15a with Fig. 15b, that the data points of the nnpressnrized 
balance are located on a straight line through the origin of the coordinate system. The data points of the 
pressurized balance, on the other hand, are located in a region that is highlighted by a red oval in Fig. 15b. 

It will be shown in the next section how the extended version of the Iterative Method can be applied to 
the calibration data of the MC-130. Then, for comparison, the Non-Iterative Method is used to develop a 
regression model for the axial force so that analysis results for the extended version of the Iterative Method 
can be compared with corresponding results for the Non-Iterative Method. 

B. Iterative Method 

This section describes the calibration data analysis using a recently developed extension of the Iterative 
Method. This extension is discussed in great detail in Ref. [1]. Therefore, only an abbreviated description of 
the method will be given in this section. 

In principle, the Iterative Method fits gage outputs as a function of applied calibration loads. The 
extension of the Iterative Method simply treats additional calibration variables like pressures or temperatures 
exactly like balance loads. Therefore, the generic regression model of the gage outputs of the MC-130 has 
the following form after the two bellows pressures are included as independent calibration variables: 


Rk — Co{k) + (l{k) • Fi + ••• + Cm{k) • F m + Cra+l (k) • + Cra+2(&) * 


PKZ + 


W 


output 


load 


load 


The MC-130 balance is a six-component air balance with two bellows pressures. Consequently, each 
gage output depends on a total of eight independent variables (factors). The total number of possible 
regression model terms for each gage output can easily be computed considering the ten math term choices 
defined in Ref. [2] . The following formula may be used for that purpose 

7V = l + 2- s- ( < s + 2) (4) 

where s is the number of independent variables. Therefore, as the MC-130 data set has eight independent 
variables, a total of 161 regression model term choices are possible. 

Balance loads need to be computed iteratively after the completion of the regression analysis of the 
gage outputs. Therefore, the extension of the Iterative Method introduces the bellows pressures as both 
independent and dependent variables so that the initial guess of the load iteration process can be computed 
as usual by multiplying the inverse of a linear coefficient matrix with the measured gage output differences. 
This idea has the advantage that the load iteration process can be applied to an air balance without any 
modifications. 

In principle, one of two iteration equation options may be used in combination with the load iteration 
process that the extended Iterative Method performs. These options are defined as follows (see also Ref. [6], 
Eqs. (1) and (2)): 


Primary Load Iteration Method 
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changes for each iteration step 


Alternate Load Iteration Method 


F t = 


B x AR 


constant 


B~ B 2 
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B~ C 2 • H (56) 


changes for each iteration step 
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The calibration data was analyzed using the Iterative Method in combination with both Eq. (5a) and 
Eq. (56). In addition, the regression model optimization process outlined in Refs. [4] and [5] was applied. 
Both iteration equations independently lead (i) to a convergence of the iteration process and (ii) to identical 
load predictions. This observation is expected as (i) all matrices used by both load iteration equations, i.e., 
Ci, C2, Bi, and B 2 , are derived from the same regression model coefficients of the gage outputs and (ii) the 
balance loads are given in force balance format, i.e., in the design format of the balance. The regression 
models of the six gage outputs and two bellows pressures are shown in Fig. 16a (not all regression model 
terms are depicted because of space limitations). 

For simplicity, only the regression analysis result for the axial gage output R6 is discussed in more detail 
in the paper. Figure 16b shows the Analysis of Variance (ANOVA) result for the optimized 18-term regression 
model of the axial gage output (see Refs. [8] and [9] for more details on both calculation and interpretation 
of the statistical metrics that are displayed on the ANOVA page). Three important observations can be 
made after inspecting the ANOVA results. (1) The coefficients of the regression model are all statistically 
significant because the p-value of each coefficient is less than the threshold 0.0001. (2) The regression model 
of the axial gage output does not have any near-linear dependencies because all primary Variance Inflation 
Factor (VIF) values are less than the threshold of 10. (3) The terms AF and PR2{i) have by far the largest 
^-statistic (+3628 and —835). Therefore, those two terms have the greatest influence on the axial gage 
outputs. This observation agrees with intuitive expectations that an analyst may have who is familiar with 
the design of the balance. 

The data reduction matrix of the balance calibration data was assembled after the completion of the 
regression analysis of the gage outputs. Then, coefficients of the data reduction matrix were combined with 
the iteration equation defined in Eq. (5a) and the load iteration process to get a set of fitted loads that could 
be compared with the original set of applied balance loads. The load iterations converged after only 5 steps 
(see Fig. 16c). Finally, Fig. 16d shows the load residuals for the axial force. Overall, the accuracy of the 
axial force prediction is excellent as the standard deviation of the load residuals is only 0.1114 % of the axial 
force capacity. 

C. Non-Iterative Method 

The balance calibration data of the MC-130 air balance was also analyzed using the Non-Iterative 
Method so that residuals of the axial force prediction could be compared with corresponding residuals for the 
extended version of the Iterative Method. Differences between the Non-Iterative Method and the Iterative 
Method are discussed in great detail in Ref. [3]. Therefore, only a few important characteristics of the 
Non-Iterative Method are reviewed in this section. 

In principle, the Non-Iterative Method exchanges the independent and dependent variables that Iterative 
Method uses. Now, strain-gage outputs and bellows pressures become independent variables. The balance 
loads, on the other hand, are the dependent variables for the regression analysis of the balance calibration 
data. In other words, the balance loads of the MC-130 air balance are fitted as a function of the measured 
strain-gage outputs and bellows pressures using the following generic regression model: 

= rjo(k) + 771 (k) • + ••• + 77 m (fc) • Rrn^ + Cm+1 (k) ' PI?1 Cra+2(&) ’ ^^2/ + ••• (6) 

load output output pressure pressure 

The Non-Iterative Method has the advantage that it is a one-step method. No iteration is needed to 
compute loads from measured strain-gage outputs and bellows pressures during a wind tunnel test. An 
analyst, however, must not forget that the method ignores the fact that the balance loads and bellows pres- 
sures are the “true” independent variables of the calibration experiment as loads and bellows pressures are 
“applied” and strain-gage outputs are “measured” during the calibration of an air balance. Therefore, the 
success of the Non-Iterative Method hinges on the fundamental assumption that an exchange of the inde- 
pendent and dependent variables of the calibration data set does not negatively influence the mathematical 
description of the “true” physical behavior of the balance. In addition, the robustness and reliability of 
the regression model of each balance load depends on the fact that (i) the model does not have near-linear 
dependencies between terms and that (ii) it only consists of statistically significant terms (see again Refs. [8] 
and [9] for a discussion of these issues). 

Only the regression analysis of the axial force using the Non-Iterative Method is discussed in the paper 
so that a comparison with results of the Iterative Method can be performed. Again, the regression model 
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optimization process outlined in Refs. [4] and [5] was applied to the regression analysis problem that is 
defined by Eq. (6). The final optimized regression model of the axial force component is shown in Fig. 17a. 

Figure 17b shows the Analysis of Variance (ANOVA) result for the optimized 17-term regression model 
of the axial force. Again, three important observations can be made after inspecting the ANOVA results. 
(1) The coefficients of the regression model are all statistically significant because the p-value of each 
coefficient is less than the threshold 0.0001. (2) The regression model of the axial force does not have 
any near-linear dependencies because all primary Variance Inflation Factor (VIF) values are less than the 
threshold of 10. (3) As expected, the terms R6, i.e., the axial gage output, and PR2(i), i.e., the second 
bellows pressure, have by far the largest ^-statistic (+3768 and +821). Therefore, those two terms have the 
greatest influence on the prediction of the axial force which agrees with an analyst’s intuitive expectations. 

Finally, the regression model terms and coefficients listed in the second and third column of Fig. 17b 
were used to compute both the fitted axial force and the corresponding axial force residuals. Figure 17c 
shows load residuals for the axial force. Overall, the accuracy of the axial force prediction is excellent as the 
standard deviation of the load residuals is only 0.1098 % of the axial force capacity. This standard deviation 
compares very well with the standard deviation of the load residuals that was obtained for the Iterative 
Method (see Fig. 16d). Therefore, it can be concluded that the recently developed extension of the Iterative 
Method is working as intended. It predicted the axial loads as accurate as the Non-Iterative Method. 

IV. Summary and Conclusions 

Design, calibration, and calibration data analysis of the MC-130 air balance were discussed. First, the 
design of the complete balance system was reviewed. Then, specifically designed calibration hardware and 
the calibration load schedule were described. This part also included a discussion of both the design and 
calibration challenges that an air balances poses. Finally, results of the regression analysis of the balance 
calibration data were presented. 

The regression analysis of the balance calibration data was performed using two fundamentally different 
approaches. First, a recently developed extension of the Iterative Method was applied. Then, the Non- 
Iterative Method was used to process the calibration data. In addition, the original balance loads were 
converted from direct-read to force balance format in order to make it easier to interpret the regression 
analysis result. 

Analysis of variance results of the regression models of the axial gage outputs and loads were investigated 
in more detail for both analysis approaches to gain confidence in the regression analysis result. The most 
significant terms were identified using the ^-statistic of the regression coefficient. They agree with the 
choice that an analyst would intuitively make based on an understanding of the design characteristics of the 
balance. Overall, standard deviations of the load residuals of the axial force for both analysis approaches 
show excellent agreement validating the recently developed extension of the Iterative Method. 
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9 Montgomery, D. C., Peck, E. A., and Vining, G. G., Introduction to Linear Regression Analysis , 4th 
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9 

8th International Symposium on Strain-Gauge Balances 




Fig. 1 A 2.5 [inch] balance and air system prior to assembly. 



Fig. 2 Example of bellows in test fixtures. 



Fig. 3 Bellows installed on an air tube. 
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Fig. 4 MC-130: The 8.0 [inch] balance prior to assembly with external bellows and model hardware. 



Fig. 5 MC-130: The balance with external bellows attached to each side of the model block. 



Fig. 6 MC-130: Installation of calibration plates in progress. 
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Fig. 7 MC-130: The balance system after installation of all calibration plates. 



Fig. 8 Strain gages and wiring on an air balance. 


Balance 

Identification 

Maximum 

Diameter 

(in) 

Normal 

Force 

(lb) 

Pitching 

Moment 

(in-lb) 

Side 

Force 

(lb) 

Yawing 

Moment 

(in-lb) 

Rolling 

Moment 

(in-lb) 

Axial 

Force 

(lb) 

MC-24-1.50 

1.50 

2,400 

4,000 

2400 

4000 

750 

- 

MC- 15-2.5 

2.50 

1,500 

6,000 

750 

3,000 

2,000 

200 

MC-1 6-3.0 

3.00 

1,600 

6,750 

500 

2,000 

1,000 

60 

MC- 10-3.75 

5.20 

o 

o 

4,175 

o 

© 

2,500 

2,500 

500 

MC-59-3.5 

7.50 

5,900 

17,711 

1,800 

5,400 

8,000 

800 

MC-60-7.5* 

7.50 

6,000/350 

72,500 

4,000/200 

53,500 

2,000 

800 

MC-1 30-8.0 

8.00 

13,000 

107,250 

3,000 

18,000 

32,000 

500 

MC-130-8.0** 

8.00 

5,000 

25,250 

2,000 

10,500 

19,500 

1200 

MC-30-8.80 

9.50 

3,000 

18,000 

3,000 

18,000 

4,000 

400 


* Dual ranges show the balance maximums / test article load range at 48 inches from balance center 
** Redefined Load Envelope for current test requirements 

Fig. 9 Comparison of allowable forces and moments for various balances. 
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PR2(i) PR1 (i) 


Balance 

Identification 


Max. 

Pressure 

(psi) 



MC-24-1.50 

1 

2.0 

1000 

MC- 15-2.5 

2 

4.0, 1.25 

500 

MC-16-3.0 

1 

1.5 

500 

MC-10-3.75 

3 

7.5, 4.0, .2 

500 

MC-59-3.5 

1 

15.2 

600 

MC-60-7.5 

3 

10.0, 3.5, 1.0 

500 

MC- 130-8.0 

2 

13.0, 5.0 

600/210 

MC-30-8.80 

2 

9.9, 5.0 

500 / 20 


Fig. 10 Comparison of air flow data for various air balances. 



Fig. 11 MC-130: Balance assembly with calibration hardware installed. 


PR 1 (i), % OF CAPACITY (600.0 [psi]) 



n | j 



T 


n 




1 




200 400 600 800 1000 1200 1400 1600 1800 

DATA POINT INDEX 


PR2(i), % OF CAPACITY (600.0 [psi]) 


JU: 

mm 

mum imm 


1 



200 400 600 800 1000 1200 1400 1600 1800 

DATA POINT INDEX 


Fig. 12a MC-130: Applied bellows pressures (all 1854 calibration points shown). 
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NF, % OF CAPACITY (5000.0 [lbs]) 


200 400 600 800 1000 1200 

DATA POINT INDEX 


% OF CAPACITY (29000.0 [in-lbs]) 


200 400 600 800 1000 1200 

DATA POINT INDEX 


SF, % OF CAPACITY (2500.0 [lbs]) 


200 400 600 800 1000 1200 

DATA POINT INDEX 


YM, % OF CAPACITY (10500.0 [in-lbs] 


200 400 600 800 1000 1200 

DATA POINT INDEX 


RM, % OF CAPACITY (27300.0 [in-lbs]) 


200 400 600 800 1000 1200 

DATA POINT INDEX 


AF, % OF CAPACITY (1200.0 [lbs]) 








200 400 600 800 1000 1200 1400 U 

DATA POINT INDEX 

Fig. 12b MC-130: Applied balance loads (all 1854 calibration points shown) 
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oV/V (GAGE OUTPUT) R1, micro V/V (GAGE OUTPUT) 



Fig. 13a Direct-Read Format: Strain-gage output R1 versus normal force NF. 



PM, in-lbs (LOAD) 

Fig. 13b Direct-Read Format: Strain-gage output R2 versus pitching moment PM. 
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N 1 , lbs (LOAD) 


Fig. 14a Force Balance Format: Strain-gage output R1 versus normal force component N 1. 



-4138. 0. 

N2, lbs (LOAD) 


Fig. 14b Force Balance Format: Strain-gage output R2 versus normal force component TV 2. 
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- 1200 . 0 . 1200 . 

AF, lbs (LOAD) 


Fig. 15a Force Balance Format: Strain-gage output R6 versus axial force AF for uupressurized balance. 



- 1200 . 0 . 1200 . 

AF, lbs (LOAD) 


Fig. 15b Force Balance Format: Strain-gage output R6 versus axial force AF for pressurized balance. 
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INDEX 

TERM 

1 

INTERCEPT 

2 

N 1 

3 

N2 

4 

SI 

5 

S2 

6 

RM 

7 

AF 

8 

PRi(i) 


9 

PR2(i) 


10 

IN 1 1 

1 1 

1 N 2 1 

12 

IS1 1 

13 

IS2I 

14 

IRMI 

15 

lAFl 

16 

IPR1 (i)l 

17 

1 PR2 (T) 1 

18 

N 1 *N 1 

19 

N2*N2 

20 

S1*S1 

21 

S2*S2 

22 

RM*RM 

23 

AF*AF 

24 PR1 (i)*PR1 (i) 

25 PR2(i)»PR2(i) 

26 

n i * In 1 1 

27 

N2*lN2l 

28 

SI *IS1 1 

29 

S2* IS2 1 

30 

RM*lRMl 

31 

AF * 1 AF 1 

32 PR1 (i)*lPR1 (i)l 

33 PR2(i)*lPR2(i)l 

34 

N 1 *N2 

35 

N 1 *S1 

36 

N1 *S2 

37 

N 1 *RM 

38 

N1 *AF 

39 

N 1 *PR1 (i) 

40 

N 1 *PR2(i) 

41 

N2*S1 

42 

N2*S2 

43 

N2*RM 

44 

N2*AF 

45 

N2*PR1 (i) 

46 

N2*PR2(i) 

47 

SI *S2 

48 

SI *RM 

49 

S 1 *AF 

50 

S1*PR1(i) 


R 1 




| PR 1(d) 

PR2(d)| 



(only 50 of 161 regression coefficient rows shown) 


Fig. 16 a Extended Iterative Method: Optimized regression models of all gage outputs and bellows pressures, 
(column = model of gage output or bellows pressure ; black box = selected coefficient) 
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ANOVA RESULTS FOR REGRESSION 
MODEL OF AXIAL GAGE OUTPUT R6 


SOURCE OF 

SUM OF 

PRESS 

DEGREES OF 

MEAN 

F-VALUE OF 

P-VALUE OF 

VARIATION 

SQUARES 

STATISTIC 

FREEDOM 

SQUARE 

REGRESSION 

REGRESSION 

REGRESSION 

1.3386e+08 

- 

17 

7.8741 e+06 

2.0603e+06 

< 0.0001 

RESIDUAL 

4364.4925 

4586.9189 

1142 

3.8218 

- 

- 

TOTAL 

1.3386e+08 

- 

1159 

- 

- 

- 


R-SQUARE 


ADJ. R-SQUARE 


PRESS R-SQUARE 



0.999967 


0.999967 


0.999966 



MATH TERM CONTRIBUTES SIGNIFICANTLY IF THE T-STATISTIC OF ITS COEFFICIENT IS GREATER THAN 1.962 

(SIGNIFICANCE = 2.50 %, DEGREES OE FREEDOM OE RESIDUAL - 1142) 


DIAGNOSTIC DESCRIBING NEAR-LINEAR DEPENDENCIES (MULTICOLLINEARITY) BETWEEN MATH MODEL TERMS 

MAXIMUM OE VARIANCE INFLATION FACTOR (PRIMARY VALUE) = 9.72 < SELECTED LIMIT OE 10 


PHYSICAL VARIABLES Sc UNITS - REGRESSION COEFFICIENT ESTIMATES AND STATISTICAL METRICSl (R6) 

REGRESSION MODEL HIERARCHY CHARACTERISTICS = HIERARCHICAL 


TERM 

TERM 

COEFFICIENT 

STANDARD 

T-STATISTIC OF 

P-VALUE OF 

VI F 

VI F 

INDEX 

NAME 

VALUE 

ERROR 

COEFFICIENT 

COEFFICIENT 

(PRIMARY) 

(ALTERNATE) 

1 

INTERCEPT 

+ 0.1027 

+0.0942 

+ 1.0908 


- 

- 

- 

2 

N 1 

+ 0.0058 

'4 0.0002 

+ 34.5440 

< 

0.0001 

#3.3320 

+ 1 .9088 

3 

N2 

-0.0070 

+0.0001 

-55.6568 

< 

0.0001 

#1.4435 

:#|.4435 

4 

SI 

-0.0248 

+0.0004 

-64.9521 

< 

0.0001 

y 6.91 93 

#*|i4308 

5 

S2 

-0.0044 

+0.0004 

-1 1.01 19 

< 

0.0001 

# 1.3356 

+ 1.3356 

6 

RM 

+ 0.0013 

+ 1.0256e-Q5 


< 

0.0001 

#11.5632 

§1.1487 

7 


+ 1.4563 

'+0,0004 

| +3628.0033| 

< 

0.0001 

■§4.9224 

+2.0025 

8 

PR1 (i) 

+ 0.0794 

+0.0017 


< 

0.0001 

§2.5062 

[+21.7179] 

9 


-6.8055 

'+ 0.0082 

| -834.8852 | 

< 

0.0001 

#9.7161 

[+34.6175] 

20 

S1*S1 

-3.241 6e-06 

+4.0326e-07 

-8.U585 

< 

0.0001 

#1.0931 

: #1^0931 

21 

S2*S2 

— 3.0495e— 06 

+4.1 631 e-07 

-7.3250 

< 

0.0001 

+ 1.0959 

+ 1.0959 

22 

RM*RM 

+3.6673e-09 

+ 7.5250e— 1 0 

+4.8735 

< 

0.0001 

% 1 .8099 

+1.4926 

24 

PR1 (i)*PR1 (i) 

-0.0001 

+ 3.7762e-06 

-35.0717 

< 

0.0001 

#3.2880 

[+20.3617] 

25 

PR2(1)*PR2(i) 

+0.0004 

'Vo.oooi 

+5.2724 

< 

0.0001 

§4.0783 

[+25.9801] 

40 

N1 *PR2(i) 

+ 2.9242e— 05 

+4.0342e-06 

+ 7.2485 

< 

0.0001 

+7.4728 

+2.6044 

51 

SI *PR2(i) 

-0.0001 

+ 1 .41 53e-05 

-6.0757 

< 

0.0001 

+ 6.8554 

+ 1.5034 

60 

AF*PR2(i) 

+ 0.0001 

+7.91 13e-06 

+ 15.4684 

< 

0.0001 

+ 1.6960 

+2.2087 

61 

PR1 (i)*PR2(i) 

-0.0001 

+ 1 ,3948e— 05 

-6.0632 

< 

0.0001 

+4.01 17 

[ + 10.8424] 


Fig. 16 b Extended Iterative Method: Analysis of Variance results for the regression model of axial gage output R6. 



ITERATION .STEP 


Fig. 16 c Extended Iterative Method: Load iteration history. 
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AAF 


AAF, % OF CAPACITY ; STANDARD DEVIATION = 1.3373 [lbs] OR 0.1114 % 

1.00 % 

0.00 % 

- 1.00 % 

Fig. 16d Extended Iterative Method: Load residuals of the axial force AF. 


ARITHMETIC MEAN = -7.14e-07 % ; RATIO BETWEEN LARGEST RESIDUAL AND STANDARD DEVIATION = 5.80 ; CAPACITY = 1200.00 [lbs] 



INDEX 


TERM 


1 

INTERCEPT 

2 


R1 


3 


R2 


4 


R3 


5 


R4 


6 


R5 


7 


R6 


8 


PR 1 (i) 


9 


PR2C0 


20 


R3*R3 


21 


R4*R4 


24 

PR 1 (i)*PR 1 (i 

25 

PR2(i)*PR2(i 

39 

R1*PR1( 

i) 

51 

R3*PR2( 

i) 

59 

R6*PR1 (i) 

61 

PR1 (i)*PR2(i 


Fig. 17a Non-Iterative Method: Optimized regression model of axial force AF. 
(column = model of axial force ; black box = selected coefficient) 
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AAF 


ANOVA RESULTS FOR REGRESSION 
MODEL OF AXIAL FORCE AF 


SOURCE OF 

SUM OF 

PRESS 

DEGREES OF 

MEAN 

F-VALUE OF 

P-VALUE OF 

VARIATION 

SQUARES 

STATISTIC 

FREEDOM 

SQUARE 

REGRESSION 

REGRESSION 

REGRESSION 

4.7497e+07 

- 

16 

2.9686e + 06 

1 .6851 e + 06 

< 0.0001 

RESIDUAL 

2013.5387 

21 18.2445 

1143 

1.7616 

- 

- 

TOTAL 

4.7499e+07 

- 

1159 

- 

- 

- 


R-SQUARE 


ADJ. R-SQUARE 


PRESS R-SQUARE 



0.999958 


0.999957 


0.999955 



MATH TERM CONTRIBUTES SIGNIFICANTLY IF THE T-STATISTIC OF ITS COEFFICIENT IS GREATER THAN 1.962 

(SIGNIFICANCE = 2.50 %, DEGREES OF FREEDOM OF RESIDUAL = 1143) 


DIAGNOSTIC DESCRIBING NEAR- LINEAR DEPENDENCIES (MULTICOLLINEARITY) BETWEEN MATH MODEL TERMS 

MAXIMUM OF VARIANCE INFLATION FACTOR (PRIMARY VALUE) = 9.55 < SELECTED LIMIT OF 10 


PHYSICAL VARIABLES & UNITS - REGRESSION COEFFICIENT ESTIMATES AND STATISTICAL METRIC 

REGRESSION MODEL HIERARCHY CHARACTERISTICS = HIERARCHICAL 



TERM 

TERM 

COEFFICIENT 

STANDARD 

INDEX 

NAME 

VALUE 

ERROR 

1 

INTERCEPT 

-0.1597 

+0.0618 

2 

R1 

-0.0184 

+0.0006 

3 

R2 

+ 0.025/ 

+ 0.0005 

4 

R3 

+0.0304 

4 0.0005 

5 

R4 

+0.0050 

+0.0005 

6 

^R5^ 

-0.0291 

F 0.0002 

7 


+ 0.6869 

+ 0.0002 

8 

PRIG 

-0.0552 

+0.0012 

9 

|^R2^ 

+ 4.6768 

+0.0057 

20 

R3*R3 

H-6.6742e— 06 

+ 8.6505e— 07 

21 

R4*R4 

6.7964e— 06 

]+9.1 832e— 07 

24 

PR1 (i)*PR1 (i) 

+0.0001 

+2.5763e— 06 

25 

PR2(i)*PR2(i) 

-0.0003 

+4.9756e— 05 

39 

R1 *PR1 (i) 

- 1 .80 1 6e— 05 

>+-3.1 984e— 06 

51 

R3*PR2(i) 

+0.0001 

.'#fi7234e-05 

59 

R6*PR1 (!) 

-1*673?©— 05 

+ 9.4565e— 07 

61 

PR1 (i)*PR2(i) 

-0.0001 

+ 1 .0961 e— 05 


T-STATISTIC OF 

P-VALUE OF 

VI F 

VI F 

COEFFICIENT 

COEFFICIENT 

(PRIMARY) 

(ALTERNATE) 

-2.5847 

- 

- 

- 

-31.7194 

< 0.0001 

+ 2.6966 

+ 1.8396 

+ 55.3870 

< 0.0001 

g 1.4075 

+ 1.407$ 

+ 65.8995 

< 0.0001 

;§ 7.0641 

+ 1.4344 

+ 10.1522 

< 0.0001 

+ 1.3834 

+ 1.3841 

-125 2415 

< 0.0001 

fl J 893 

+ 1.1893 

|+3768.1915| 

< 0.0001 

Ff: 2.8682 

+2.5250 

-47.8527 

< 0.0001 

+9.5464 

[+21.8198] 

| +820.5814 | 

< 0.0001 

+5.0584 

[+36.7137] 

+ A/MEJ 

< 0.0001 

7§ 1 .0945 

+1,0916 

+ 7.4009 

< 0.0001 

i 1.0950 

+1,0955 

+36.4246 

< 0.0001 

+3.3201 

[+20.5609] 

-5.9798 

< 0.0001 

+4.2663 

[ + 27.1782] 

-5.6329 

< 0.0001 

4 6.2835 

+2.3800 

+ 6.9141 

< 0.0001 

+ 7.0290 

#+,4782 

-17.6992 

< 0.0001 

+2.9227 

+4.2319 

-5.3057 

< 0.0001 

+5.3742 

[ + 14.5248] 


Fig. 17b Non-Iterative Method: Analysis of Variance results for the regression model of the axial force AF. 


AAF, % OF LOAD CAPACITY ; STANDARD DEVIATION = 1.3181 [lbs] OR 0.1098 % 


ARITHMETIC MEAN = 3.56e-13 % ; RATIO BETWEEN LARGEST RESIDUAL AND STANDARD DEVIATION = 6.30 ; CAPACITY = 1200.00 [lbs] 



-100.00 % -50.00 % 0.00 % 50.00 % 100.00 % 

AF (LOAD, % OF CAPACITY) 

Fig. 17c Non-Iterative Method: Load residuals of the axial force AF. 
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